4
EXEIBIT Q P ’ia(

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF EEALTH BERVICES <ﬁﬂ
STANDARD QUALITY ASSURANCE PBROCEDURES
INTOXILYZER MODEL 5000%

AGENCY Tucson Police QA SPECIALIST _Lrenc Dor’ﬂ/?

(Print Name)

INTOXILYZER SERIAL #(-POSZPY LOCATION_ /.
DATE_ Tanuq4] X7 19—R00Y TIME L 75 L
~ 7 ' N =
=452: Display reads "READY TO START" or "PUSH BUTTON TO START
TEST. "

TAGNOSTIC STS
e DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, Sl and S3 off or
keyboard menu selection "H". Reading is N

§7/kf” Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".

7\ Printer Test check. Mode selection switch S1, 52, S3
off or keyboard menu selection "P".

wr”<$ " Clock time check. Mode selection switch S10 on or

' keyboard menu selection "E". .

«Zx__ Date check. Mode selection switch S11 on or keyboard

menu selection "E".

OPERATIONATL TESTS
j;ﬁg%if Alcohol free subject Test result .00 AC
Error recognition logic system functioning
Invalid test printead
323 ~ Proper sample recognition system
~Invalid sample printed
—peficient sample printed

N/A Completeness of sample purge with collection tube#*
+Z4Y_ Calibration standard 0. Y AC
Results: 0.072%2A4€¢ o+ O.O7RA

Instrument operating properly and accurately. YESZ NO__|

COMMENTS:.

_ N
SIGNATU%E é%/m oé%

Qh_ﬁ:ff alcohol concentration standard collected for subsegquent
analysis.®=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
x«THIS STEP IS ONLY REQUIRED IP THIS DEVICE I8 BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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PXHIBIT P

TETS REPORT PREPARED PURSUANT TO DUTY IXPOSED BY 4%\
‘ A.A.C. RI-14—404(R)

ARIZONA DEPARTMENT OF HEEALTH S8ERVICES

gTANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CEECK PROCEDURE

Agency _Tucson police Department Date 10427/57' Time 7/ Zf?ﬂ/
Intoxilyzer Serial? Location LA
QA Specialist L'l I

(Print Name)

Qq/%+_1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard value: 0. AC

g,ﬁ@-z. Turn on the simulator and allow the temperature to
reach 34°Ct.2°C.

(RT3 - Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #3 on or selecting "C"
on keyboard menu.

eqﬂjr‘4. attach simulator to the simulator entrance port on the
Intoxilyzer.

A5 Intoxilyzer 5000 display reads WREADY TO START" or
wPUSH BUTTON".

£$?457 6. push Start Test button or press enter on Xeyboard.
5. Insert card in response to display.
g. Air blank completed.
e¢4§:/%$—9. calibration check completed.
Test results 0.Z77 AC ¥ / OF AAC
:f46¥a/ii 10. Air blank completed.
gé%ﬁggof'll‘ When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

Cqégf'lz. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter

STGNATURE
=<

*WITE OR WITHOUT VAPCR RECIRCULATION AXND WITH OR WITEOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)




‘ONIHND Aq 9861 O

.7

Mﬂhmdw HIINIHA INIFANYISNI QHIZAUXOLNI

! : SYHVW3H HO/GNY NOUVWHOINI TYNGLIOAY,
HOIVH3I0

(/7% | 99T

NOUVOO0T INIWNHLONI o G3AHISHO 1SHIH AL
¥ ﬂ '
INVN $.103rdNs

. , Nraydd

COSMIBIE0 LEIHTIH 2N O3LHIH
FNTES - 3TENEE LNIII1430 %

Tical Baog -t . HME1a HId
8181 [R50 [=541 "m*m:ﬂ*
e e3] @oe s

15N AN DL

JaA6H FH -

o

ONHWD Aq 9861 ©

S

QYYD HIINIHd INJWNHLSNE QHIZAWXOLNI

N )
e B : Frae A
o .
N -
o ) P
‘ _m 7\..« — léww\w
~, SHYYWIH zo\ aNv NOUYWHOANI ._<ZOEOD< '
- - G HOIVH3HO S _ i x:f“.
BETH (v dd .M _
ZO:.<UOJ. prm_\‘:sz_ - .‘ KR i )
. i

3NN S L03r8Ns

W a7 Jw .

v

SIFANTHOIHT
J T

ORI

A :

| HAl&d30 nEM HIDE3

®ounpE HIY
3T4UREG LB AN]
: :;j,m 418
D3 Lo w =N

- ﬁﬁ 3r_ﬁ@
I 5% m 300 2 ,
O7H - HHE kJH,_.gzw :




